Bioluminescent imaging (BLI) of cells expressing luciferase is a valuable noninvasive technique for investigating molecular events and tumor dynamics in the living animal. Current usage is often limited to planar imaging, but tomographic imaging can enhance the usefulness of this technique in quantitative biomedical studies by allowing accurate determination of tumor size and attribution of the emitted light to a specific organ or tissue. Bioluminescence tomography based on a single camera with source rotation or mirrors to provide additional views has previously been reported. We report here in vivo studies using a novel approach with multiple rotating cameras that, when combined with image reconstruction software, provides the desired representation of point source metastases and other small lesions. Comparison with MRI validated the ability to detect lung tumor colonization in mouse lung.
Introduction
The ability of bioluminescence imaging (BLI) to assess gene expression and protein-protein interactions in living animals provides new insight into developmental biology and gene therapy of many diseases [1] [2] [3] [4] . Published investigations report on studies ranging from cardiovascular development to tumor growth and the assessment of diverse promoter elements. The technique is primarily based on the luciferase gene (obtained from the North American firefly, Photinus pyralis), which is readily transfected into mammalian cells and expressed effectively [1, 4] . The repertoire of transgenes and enzymes together with light emitting substrates is rapidly expanding to include various combinations such as firefly luciferase + D-luciferin, renilla luciferase + coelentrazine, Nanoluc + furimazine or ȕ-galactosidase + GalactonPlus [5] [6] [7] [8] . When the appropriate substrate is administered to such cells or to an animal host, a luminescent reaction occurs, emitting light that can be detected and imaged using a cooled charged-coupled device (CCD) digital camera.
BLI is widely used as a planar technique for visualization and localization of cell populations, as well as quantitation tasks such as tumor size estimation. However, the utility of BLI is limited by the fact that the intensity and distribution of the signal captured by the BLI camera at the animal's skin are strongly influenced by the intervening tissues through both scattering and absorption processes [9, 10] and result in an attenuated and diffuse signal at the surface. Bioluminescence tomography (BLT) has been the goal of several research groups, and in vivo application has proven to be a relevant method [3, [11] [12] [13] [14] [15] . The experimental benefits of non-ionization and specificity of targeting in BLT are balanced by an extremely challenging image reconstruction problem. By contrast, a fluorescence molecular tomography system was reported some time ago [16, 17] . This method uses external excitation sources, and in fact has an easier inverse problem formulation. There has been a report on imaging of in vivo bioluminescence from multiple directions using a rotating mirror system [18] , and a commercial system based on a single CCD camera [19] (Xenogen IVIS 3D). Use of a truncated conical mirror was shown to enhance three dimensional (3D) multispectral fluorescence optical tomography in a small animal imaging system [20] and this has since been combined with simultaneous PET acquisition [21] . Gu et al. reported three-dimensional bioluminescence tomography with a model based Finite Element algorithm (FEM) [22] . Recently, hyperspectral and multispectral bioluminescent tomography were shown [19, [23] [24] [25] [26] [27] [28] [29] [30] [31] , based on imaging with filters at different wavelengths. Multispectral data acquisition solves the problem of underdeterminancy due to a data-object dimensionality mismatch, but presents an optical sensitivity challenge when using narrow filters. Other groups have proposed modulating the boundary conditions [32] , temperature [33] , or tissue absorption [34] to improve image reconstruction by reducing the ill-posedness of this inverse source problem. Computer simulations for a combined optical-PET system were also shown by Alexandrakis et al. [35, 36] . In some cases, a priori information on the heterogeneous tissue background [37, 38] or the nature of the sources [39] [40] [41] [42] [43] [44] themselves has been incorporated into the image reconstruction strategy. We previously reported an iterative method based on the diffusion equation to reconstruct light emitting sources in phantoms [45] using algorithms from the expectation maximization (EM) family. We now describe a multi camera system for small animal BLI and demonstrate the ability to generate 3D tomographic images of phantoms and tumors growing in mice.
Experimental Section

Device and Technological Rationale
A significant problem for imaging a tumor or organ within an animal is that intervening tissues can totally or partially obscure the light emitted in the direction of a camera. The light emission may, however, be visible from other viewing angles. Furthermore, bioluminescence is a dynamic process, and light intensity varies significantly and rapidly after substrate administration [46] , limiting the amount of time available for imaging. To overcome these problems, it is important to observe as much of the animal surface as possible simultaneously. We therefore designed and built an optical imaging system with multiple cameras that surround the subject in the transverse plane permitting the simultaneous acquisition of images from different angular directions. For this work, we employed four cameras and twenty orientations provided by a computerized system, which rotates the cameras around the longitudinal axis in defined angular steps. An initial five camera conceptual design together with a close up of apparatus are shown in Figure S1 .
It is quite evident that the kinetics of luciferin delivery may differ between organs and tissues. In practice, a standard processing technique in BLT has been to remove the temporal component by renormalizing all views based on pre-and post-image from the same direction. Recognizing that complete temporal dynamics could be measured with multiple cameras, the multi-camera bioluminescence tomography system (mBLT) was designed to support quantitative studies of kinetics under the hypothesis that some information about tumor vasculature and perfusion may be inherent to the BLI signal. It has been noted in the literature that the time dependence of BLI sources can perturb the BLT reconstruction [47] . On the other hand, we also note recent literature where the time dependence of in vivo optical signals can provide additional information as to the tissue of origin for optical photons [48] . This a priori information could also conceivably be used to further constrain and regularize the BLT inverse source problem [49] .
The system does not contain filters for performing multispectral imaging. While it is recognized that the addition of spectral information improves the ill-posedness of the BLT image reconstruction problem, parameters for point sources or sources of known configuration can be estimated using either non-linear curve fitting (e.g., Levenberg-Marquardt) or with statistical reconstruction methods. For point sources simulating distant metastatic lesions, we have had good success with an algorithm in the Maximum-Likelihood Expectation-Maximization family [45] . For larger light sources, such as primary tumors (specifically, with spatial dimensions greater than mean free path of photons), the question of superiority of method (planar BLI vs. BLT) in determining tumor burden or size is an open issue. Figure 1 shows the system and eight representative images showing bioluminescent signal overlaid on external light images. The system uses innovative analysis and reconstruction software capable of providing full 3-D reconstruction and tomographic imaging for bioluminescent tumors that are effectively point sources or small spheres. Multi detector bioluminescence imaging (BLI). Eight planar images selected from the twenty obtained with the multi-camera bioluminescence tomography (mBLT) system showing bioluminescent signal overlaid on bright-field images of a nude mouse implanted with A549-luc human tumor cells. Each image was acquired in 60 s following administration of 450 mg/kg D-luciferin subcutaneously in the back fore-neck region and is presented with arbitrary relative light units in detector coordinates, so opposite images are inverted.
High Sensitivity CCD Camera
The imaging system uses CCD (charge-coupled device) cameras selected for their high and nearly constant sensitivity over the full range of wavelengths commonly used in optical imaging, from blue to near infrared. The CCD (SITe SI-032AB) is a non-color, back-illuminated, full frame image sensor with 512 × 512 pixels, (Scientific Imaging Technologies Inc., Tigard, OR, USA). The quantum efficiency of the CCD is greater than 85% from 400 to 750 nm, and remains above 50% up to 900 nm. The CCD has a pixel size of 24 × 24 ȝm providing a large well capacity of 350,000 e í , with a sensitivity of 2.6 μV/e í , low dark current (20 pA/cm 2 at 20 °C), and low readout noise (5 e í RMS) providing a dynamic range of 75,000. The CCD is cooled to í50 °C reducing the dark current signal to <0.1 e í /pixel/s. The large dynamic range of the detector is coupled with a 16-bit analog to digital (A/D) converter, allowing quantitative detection of both high and very low signals, simultaneously, e.g., large tumors and nearby small metastases, or the proximal and distal views of the same tumor from opposite sides of the animal. This is a pivotal property for tomographic data acquisition, as the image intensity can vary by orders of magnitude as a function of the viewing angle. The CCD is incorporated in a self-contained, cooled camera, equipped with electronic circuitry and large aperture optics (25 mm focal length, f/0.95; Figure S1 ). Each camera is calibrated using a low-intensity, diffuse, flat field source that can be adjusted to a known radiance (typically 3.0 × 10 í7 W/cm 2 /sr). The light source is periodically checked for uniformity using a NIST-traceable research radiometer (IL 1700, International Light, Inc. Newburyport, MA, USA). By imaging this source the digital units provided by the camera digitizer can be converted directly into absolute physical units (W/cm 2 /sr or photons/s/cm 2 /sr). Moreover, this method accounts for the transmission efficiency of the entire optical system, and corrects the field-of-view non-uniformity due to lens vignetting and variations in pixel sensitivity.
Camera sensitivity depends on several factors including object to image minimization factor (field of view dimensions for a given area of the CCD), f-stop, internal pixel binning, background signal, CCD temperature, and readout noise. Better sensitivity can be achieved by internally binning the signal from the adjacent pixels at the expense of resolution (2 × 2, 4 × 4, and 8 × 8 binning modes are software selectable). Images were processed offline using a Pentium 4 (32-bit, 2 GB RAM) running Linux.
Multiple Head Optical Imaging System
Four high sensitivity CCD cameras simultaneously record views, and a computer controlled rotation mechanism allows imaging at multiple angular positions, required for three dimensional reconstructions. The support electronics allow simultaneous control of the cameras for light exposure, image readout and preprocessing, and temperature and vacuum control. Since each camera in the system is calibrated in absolute units, all resulting images can be directly combined by the reconstruction algorithm. A horizontal bed, made of sparse mesh material to reduce interference with emitted light, is used to support the animal during imaging. A gas anesthesia unit is connected to the bed and to the animal. To exclude ambient light, the system is encapsulated in a light-tight enclosure. Light images at each angular position of the gantry are acquired for co-registration with the bioluminescence image using a set of 6 diffuse light sources that provide uniform illumination of the animal. For the longitudinal tumor growth study in lungs, the imaging time varied from 300 s/angular position for the first imaging sessions that were characterized by low bioluminescent signal, to 30 s/angular position for the later sessions when the bioluminescent signal was large. The average light output of the MDA-MB-231-Luc cells, as measured in vitro, was 58 ± 8 photons/s/cell, significantly lower than the 198 ± 14 photons/s/cell measured for the A549-Luc cells. Rotation time between viewing angles was a matter of seconds.
Image Reconstruction Software
Optical imaging methods are subject to the complexity of light transport and practical 3D image reconstruction algorithms for bioluminescence or continuous-wave source imaging have been lacking. Some methods for depth determination from a single view have been reported [50] using multispectral data, and this mode of imaging is now routine in commercial BLI systems.
Light that scatters many times during propagation has been modeled extensively using the diffusion approximation to the Boltzmann transport equation. Most theoretical analyses of the bioluminescence tomography inverse problem have adopted this model [51] [52] [53] [54] [55] . Application of the diffusion approximation has been described for planar in vivo imaging with light-emitting probes [9] , but algorithms for light emission tomography have lagged behind developments for optical transmission tomography [16] . In most cases, significant a priori information on tissue optical heterogeneity must be included in the image reconstruction procedure [56] . Since attenuation is wavelength dependent, some methods use spectral decomposition to further constrain the reconstruction [23, 24, 27, 56] . The Finite Element Method (FEM) has been used by several groups as the forward solver for iterative, model-based reconstruction [22, 57, 58] , but Monte Carlo methods can also be used [59, 60] . As shown in a finite element simulation (COMSOL Multiphysics), even simple imaging scenarios can be problematic in BLT ( Figure S2 ). With 2-point sources in an otherwise homogeneous medium with no detector noise, it may be possible to estimate the number and location of the sources from the light on the surface of the object, provided that they are well-separated. It is easy however to configure 2 sources, so that the distribution of light on the surface is indistinguishable from a single, stronger source ( Figure S2 ).
We previously developed a novel 3D reconstruction algorithm, which could constitute a good base for localizing small sources in small animal imaging in the multi-scattering regime. The reconstruction approach consists of three main steps: external illumination surface reconstruction to determine geometry of turbid medium boundary, initial order approximation of the photon fluence, and an iterative deblurring algorithm for the photon fluence to obtain a final result. A brief description of the algorithm for source reconstruction inside turbid media follows (see Slavine et al. [45] and references therein for details):
(1) Estimate the source location by backprojecting the experimental data into the volume discretized into voxels, calculate the intensity of reflection on boundary for each voxel j, and subtract its contribution from the transmitted part of intensity. The diffusion equation is used to determine the balance intensities for internal sources N S for the surface element in a single voxel.
(2) For each voxel j determine an initial order approximation for the photon fluence:
e íȝ eff r js r js (1) where ρ ൌ ሺρ Ȁ‫ܦ‬ሻ ଵȀଶ . The initial photon fluence ɔ depends upon the pathlength from source in voxel i to voxel j on the surface, intensities in the detectors from source in medium ‫‬ ௧ , intensity estimates ‫‬ , the steady-state source power ᇱ , and the optical properties of the medium D and ρ , the diffusion and absorption coefficients respectively. 
where ٔ denotes convolution procedure, Ԓ is a Gaussian deblurring kernel, and n denotes the iteration number. In practice, the image reconstruction procedure takes 15-20 min on a desktop Linux workstation.
Results and Discussion
Validation Experiments in a Homogeneous Cylindrical Phantom
Validation studies in phantoms verified the utility of the approach and accuracy of the tomographic reconstruction algorithms. First tests used a homogeneous diffusing cylinder phantom. The experimental setup consisted of a single camera and a rotating 30 mm diameter cylindrical phantom filled with 1% Intralipid/1% agarose gel (Intralipid gel for brevity), which approximates the light scattering in tissues (Figure 2(a) ). A 1 mm diameter optical fiber was placed in the phantom before congealing the filling mixture and was optically coupled to a 560 nm LED, a wavelength appropriate for simulating BLI emission. A set of 20 images was obtained for each experiment by rotating the phantom 18° at a time. The mBLT system is not currently optimized for number of views. While it may be possible to image the surface intensity with fewer views while maintaining SNR, the importance of surface obliqueness factors (determined by surface normals) is increased. We note that the trade-off between image quality, the number of non-contact optical projections, and exposure time for constant sources in turbid media is an important consideration for enhancing BLT for dynamic sources. The total amount of light obtained with a constant intensity light source and captured at each imaging angle either in air or the Intralipid phantom is presented in Figure 2 (b). The light source in air showed only a small variation in the recorded signal due to changes in distance from the lens. When the source was immersed in the Intralipid gel it was noted that for angles between 0° and 180°, when the light source was closest to the camera, up to 4 times more light was captured than for the source in air, as the scattering of light in the phantom caused a significant increase in the photon flux toward the lens. When the source was in the position furthest from the camera (270°) only half as much light was captured, because the light source was shadowed by the body of the phantom. Overall, a variation of almost an order of magnitude was observed when imaging this phantom at different angles, showing the limited precision and reliability of a quantitative assessment from single planar images, even with minimal absorption from chromophores. This effect may be expected to affect animal studies, when light is emitted at depth within the body from multiple sources, such as small metastatic tumors in the lungs or other internal organs. Figure 2(c, d) show images obtained in air and in Intralipid gel respectively, with the fiber displaced 10 mm from the center at a viewing angle of 180°. A cross-section through the reconstructed volumetric image is also shown for each case. The position of the source was correctly identified by the reconstruction algorithm. The total reconstructed signal in air and Intralipid differed by only 3% (1.435 × 10 10 photons/s for air vs. 1.390 × 10 10 photons/s for Intralipid), further showing the quantitative nature of the volumetric reconstruction algorithm. Confirmatory results were also obtained for multiple light sources, both in air and Intralipid, e.g., for two sources separated by 10 mm (Figure 2(e) ). 
In Vivo Imaging in Lung Metastasis Models
In vivo imaging was tested in a model of progressing lung metastases with direct comparison to MRI. Human lung tumor cells (10 6 A549-luc cells stably transfected with the luciferase gene) were injected in the tail vein of a nude mouse (BALBc/nu/nu), as described previously [61] . The average light output of 198 ± 14 photons/s/cell was measured in vitro by the method of Troy et al. [62] . After 63 days the lung-colonizing experimental metastases were imaged following D-luciferin injection (450 mg/kg, SQ) in the anesthetized mouse [63] . A set of 20 images, 18° apart, was obtained using 1 min exposure starting 3 min post-injection of D-luciferin (Figure 1 ). An externally illuminated image of the mouse was obtained for co-registration at each camera position.
Data reconstruction used the approach described above [45] and semi-automated image processing [64] to provide a 3-D model of the lung tumors (Figure 3) . Predicted surface radiance based on the voxel populations in the 3D reconstruction is shown in Figure S3 . We also performed a reconstruction using only half the angular views and found quite similar pattern, though with lower signal to noise ( Figure S3(b) ). Intense local foci are apparent with a more diffuse background distribution outlining the anatomy of the lungs. Pathologic studies after sacrifice confirmed the presence of A549-luc tumor cells dispersed throughout the lobes of the lungs with multiple metastatic foci. Staining of intact lungs by injection of India ink directly into the trachea indicated approximately 10 3 metastatic foci per mouse (Figure 3(d) ), as confirmed by sectioning of histological specimens (data not shown). 
Multimodality in Vivo Comparison
As a first validation we tested human PC3-luc prostate tumor cells growing subcutaneously in the flank of a nude mouse. Repeated measurements over a period of weeks confirmed a close correlation between planar BLI signal intensity and caliper measured tumor volume when tumors were small ( Figure S4 ), as expected [46, 65] . However, for larger tumor volume the linearity appeared less robust, which is generally attributed to light self-absorption by the tumor and has been reported previously [66] . For the 3D reconstruction, excellent linearity was observed up to the maximum tumor size tested, about 200 mm 3 (Figure S4(b) ).
Subsequent comparison used MRI to examine human breast tumor cells (10 6 MDA-MB-231-luc) following IV injection in a nude mouse. The animal was imaged, using the same protocol as described above (Section 3.2), at different time points as the lung-colonizing metastases appeared and progressed in size and number. The imaging time varied from 300 s/angular position for the first imaging sessions that were characterized by low bioluminescent signal, to 30 s/angular position for the later sessions when the bioluminescent signal was large. The average light output of these cells, as measured in vitro, was 58 ± 8 photons/s/cell, which was significantly lower than for the A549-luc cells. MRI scans covering the chest of the mouse were acquired on a 4.7 T Unity Inova system (Varian Inc., Palo Alto, CA, USA) using a custom built respiratory gating unit [67] . Contiguous spin-echo proton density weighted MR coronal slice images were acquired (TE = 12 ms, FOV = 3.2 cm × 6.4 cm, slice thickness = 1 mm, matrix = 64 × 128 zero filled to 128 × 256, 4 averages). The mBLT images first detected a bioluminescent signal 22 days after cell implantation, and followed the growth and spread of the lung metastases at weekly intervals. Tumors in the right lungs were first detected by MRI 46 days after inoculations (Figure 4) . The position and relative sizes of the tumors were consistent between the two imaging modalities. The smaller tumors in the left lung shown on the mBLT images were not observed by MRI on day 46. This is consistent with the fact that the tumors detectable by mBLT on day 22 were not detected in the MR images taken 38 days after implantation. As shown in Figure 5 , increasing tumor burden in the lung was observed using serial BLT imaging. This was confirmed by MRI of the growing lesion in the right lung. By comparison, CT images taken with a GE CT/I scanner on days 40 and 47 failed to detect the tumors (data not shown). Longitudinal imaging of lung tumor bearing nude mouse. After lung tumors became MRI-detectable on day 46, increasing tumor burden observed using repeated BLT was confirmed by MRI. MRI did not detect the smaller tumor in the left lung. The BLT imaging time varied from 300 s/angular position for the first imaging sessions that were characterized by low bioluminescent signal, to 30 s/angular position for the later sessions when the bioluminescent signal was large.
All tomographic imaging modalities and their respective reconstruction algorithms have limitations in terms of the required minimum signal intensities, signal to noise ratio, and the number of projections necessary to obtain good quality images. In the case of mBLT, when the bioluminescent signal is very low due to either small tumor volume (incipient metastases), and/or low light production efficiency of the cell line, several angular directions could yield images with no detectable signal due to intervening tissue with high absorption properties. Thus, it will be important to determine the limits of mBLT regarding the smallest signal that produces accurate volumetric images in a realistic experimental setup.
Conclusions
We have demonstrated tomographic visualization of luciferase expressing cells at depth in a living mouse. The optical imaging system is based on multiple high sensitivity cooled CCD cameras that rotate around the object and on an image reconstruction algorithm providing a three-dimensional reconstruction of the data in the multidirectional planar bioluminescence images. The method can provide both volumetric and tomographic representations, and could potentially provide better quantification of the light emission than simple planar imaging techniques. In the case of deeper tumors in the animal, the quantifying power of the planar BLI technique is expected to degrade significantly. It has also been reported that less light is detected from large tumors than would be expected for their volume potentially due to tissue self-absorption [66] . A tomographic method such as mBLT may be superior to planar BLI in certain instances, but we do note that the added complexity and acquisition times of 3D BLI have hitherto detracted from its widespread application. The use of multiple cameras should accelerate data acquisition compared with a single camera system, but obviously increases costs considerably
The mBLT has the potential to enhance the ability to assess and monitor spatio-temporal characteristics of tumor growth, identify metastases, and potentially determine the effectiveness of cancer treatment. Since the technique is non-invasive, animals may be imaged for the entire course of an investigation, including tumor initiation, growth, treatment, and re-growth significantly reducing the number of animals required for the study. (a) The 0° angular view was used as a representative planar image and the total light emission was calculated and compared with the volume calculated from caliper measurements of the tumors. (b) Volumetric images of the tumors were reconstructed using the BLT algorithm and 0.5 mm cubic voxels. Each tumor volume was estimated using the volume of the voxels exhibiting bioluminescence intensity above the background and compared with the volume obtained from caliper measurements. For small tumors the planar BLI yields good correlation with the caliper measurements (a), but when the larger tumors are considered the correlation became weaker (R 2 = 0.93 vs. R 2 = 0.86). The volume calculated using the volumetric BLT algorithm exhibits better correlation with the caliper measurements (R 2 = 0.988) and there was no degradation of the linearity for large tumors. Moreover, the linear regression has a zero intercept and a slope close to unity (0.925) indicating equivalence of the two measurements. On 4 occasions the BLI was repeated on consecutive days indicating reproducibility of observations.
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